Balancing interferometers with slow-light elements

Alireza Marandi,* Brian T. Lantz, and Robert L. Byer
Ginzton Laboratory, Stanford University, 450 Via Palou, Stanford, California 94305-4088, USA
*Corresponding author: marandi@stanford.edu

Received December 7, 2010; revised February 9, 2011; accepted February 10, 2011; posted February 18, 2011 (Doc. ID 139284); published March 10, 2011

In this Letter we show that interferometers with unbalanced arm lengths can be balanced using optical elements with appropriate group delays. For matched group delays of the arms, the balanced interferometer becomes insensitive to the frequency noise of the source. For experimental illustration, a ring resonator is employed as a slow-light element to compensate the arm-length mismatch of a Mach–Zehnder interferometer. An arm-length mismatch of 9.4 mm is compensated by a ring resonator with a finesse of 70 and a perimeter of 42 cm. © 2011 Optical Society of America

OCIS codes: 120.3180, 260.2030, 120.5050.

Measurements with interferometric sensors can be very sensitive to the frequency noise of the source if the arm lengths are not matched. This can happen in many applications where matching the arm lengths physically is not easily achievable. Stabilizing the frequency of the source by locking it to a stable reference can improve the noise performance of the sensor to some extent [1]. To achieve balanced arm lengths optical delay lines or high-index materials can be used if feasible. For the Laser Interferometer Space Antenna (LISA), different methods are proposed to cancel the effects of phase noise of the source including time delay interferometry [2] and locking the laser frequency to the LISA arm [3]. Our approach for dealing with this issue is matching the group delays of the arms. We show that, by using a slow-light element in the shorter arm of a Mach–Zehnder Interferometer (MZI), the group delays in the arms can be matched to achieve a balanced interferometer.

Recently, slow-light elements have been used in different types of interferometric systems. It was demonstrated that an atomic vapor cell, as an element with negative dispersion in a resonator, can broaden the cavity bandwidth while keeping the cavity buildup high [4]. A slow-light element in one arm of an interferometer has been used to improve the spectral sensitivity [5]. It is also demonstrated that a variable slow-light medium can replace the moving arm of a conventional Fourier transform interferometer [6]. Moreover, slow-light elements have been studied for a wide range of applications including optical gyroscopes [2] and optical communication systems [8], and group delay matching techniques have been employed for optical coherence tomography [9].

In this Letter we first show that a slow-light element in the shorter arm of an unbalanced interferometer can make the output insensitive to frequency deviations of the source. This is conceptually different from [5], where, in a similar scheme, it is shown that the spectral sensitivity of a spectroscopic interferometer is proportional to the group index of the slow-light medium. We also propose using a ring resonator as a slow-light element, which is limited to the cavity bandwidth, and derive the resonator parameters required to compensate the arm-length mismatch. In the experiment, we show that the effects of the intentional frequency modulation of the source can be eliminated by this method.

Figure 1 shows a schematic diagram of an MZI that has a lossless dispersive element with length of \( L_3 \) in one arm. The output current of the balanced detector is given by

\[
I_{\text{out}} = I_0 \cos(k_0 \Delta L - k_3 L_3 + \phi_0),
\]

where \( k_0 = \omega/c \) is the free-space wavenumber, \( \Delta L = L_1 - L_2 \) is the arm-length mismatch, \( k_3 = \omega n_3(\omega)/c \), and \( \phi_0 \) accounts for other phase differences of the paths.

The sensitivity of the output to the frequency deviation can be calculated by

\[
\frac{dI_{\text{out}}}{d\omega} = I_0 \left(-\frac{\Delta L}{c} + L_3 \frac{dk_3}{d\omega}\right) \sin(k_0 \Delta L - k_3 L_3 + \phi_0).
\]

This gives two options for making the output insensitive to frequency changes, i.e., \( \frac{dI_{\text{out}}}{d\omega} = 0 \). The first option is to make the argument of the sine equal to zero, which is equivalent to matching the optical path lengths in the arms for white-light interferometry. The second option is to make the coefficient of the sine equal to zero, which will give us

\[
\frac{\Delta L}{c} = L_3 \frac{dk_3}{d\omega} \Rightarrow v_{\text{bg}}^s = \frac{d\omega}{dk_3} = c \frac{L_3}{\Delta L},
\]

where \( v_{\text{bg}}^s \) is the group velocity of light in the dispersive element. For \( \Delta L \gg L_3, v_{\text{bg}}^s \) has to be slower than the free-space speed of light by a factor of \( L_3/\Delta L \) to make the MZI insensitive to the frequency deviations. This condition is the same as matching the group delays in the arms; that is,
\[ \frac{L_3}{v_3^2} = \frac{\Delta L}{c}. \]  
\( (4) \)

One way of realizing a slow group velocity in the shorter arm is using an optical resonator. The required parameters for a lossless three-mirror ring resonator can be calculated using the cavity transmission equation \[10\]:

\[ T_r = \frac{-\sqrt{T_{in}T_{out}} \exp(-j\omega L_{in/out}/c)}{1 - \sqrt{R_{in}R_{out}} \exp(-j\omega p_m/c)}, \]  
\( (5) \)

where \( T_{in}, T_{out} \) and \( R_{in}, R_{out} \) are power transmissions and reflections of the mirrors, respectively; \( L_{in/out} \) is the distance between the input and the output mirrors; and \( p_m \) is the perimeter of the cavity. Hence the phase response is

\[ \angle T_r = \pi - \frac{\omega L_{in/out}}{c} \tan^{-1}\left(\frac{g_{rt} \sin(\omega p_m/c)}{1 - g_{rt} \cos(\omega p_m/c)}\right), \]  
\( (6) \)

where \( g_{rt} = \sqrt{R_{in}R_{out}R_3} \), and \( 1 - g_{rt} \) is the round-trip field loss. At resonant frequencies, \( \omega q = \frac{2\pi}{p_m} \) (\( q \) is an integer), the group delay of the cavity is given by

\[ t_{gr} = -\frac{d}{d\omega} \angle T_r|_{\omega=\omega_q} = \frac{L_{in/out}}{c} + \frac{p_m}{c} \left(\frac{g_{rt}}{1 - g_{rt}}\right). \]  
\( (7) \)

Assuming that \( \Delta L = L_1 - L_2 = L_{in/out} \), to have equal group delays in the arms, the \( g_{rt} \) should satisfy the following condition:

\[ g_{rt} = \frac{\Delta L}{p_m + \Delta L}. \]  
\( (8) \)

For \( \Delta L \gg p_m \), the group delay matching condition in terms of the cavity finesse is

\[ F \approx \pi \left(\frac{\Delta L}{p_m}\right). \]  
\( (9) \)

This condition can also be expressed in terms of the cavity storage time and effective path length. For a high-finesse cavity, the storage time and the effective path length are given by

\[ \tau_s = \frac{F p_m}{\pi c}, \quad L_{eff} = \frac{F p_m}{\pi}, \]  
\( (10) \)

respectively \[10\]. Substitution into Eq. (9) shows that the group delay matching is the same as matching the storage time of the cavity to the time delay difference of the arms. This is equivalent to setting the effective path length of the cavity equal to the arm-length mismatch.

The experimental setup is depicted in Fig. 2. The cavity has a finesse of 70 and a perimeter of 42 cm corresponding to an arm-length mismatch of 9.4 m based on Eq. (9). The laser is locked to the cavity using a Pound–Drever–Hall (PDH) locking system \[11\], and the interferometer is locked to the mid-fringe using the PZT on M1.

Locking the laser frequency to a cavity resonance mode ensures the appropriate phase response of the cavity where the group delay obeys Eq. (7). On the other hand, frequency locking can suppress the frequency noise of the source over the bandwidth of the controller. Laser frequency is locked to the cavity using a PDH scheme. HW, half-wave plate; PBS1, polarizing beam splitter; EOM, electro-optic modulator; LO, local oscillator; BS1, BS2, beam splitters, PD1, PD2, PD3, photodetectors; M1, M2, M3, interferometer mirrors; PZT, piezoelectric transducer.
are equivalent to 3 m. The frequency mod-

Fig. 3. (Color online) Amplitude spectral density of the MZI output in different configurations while the laser frequency is modulated at 10 kHz (a) $\Delta L = 9.4$ m without cavity, (b) $\Delta L = 0$ with cavity, (c) $\Delta L = 0$ without cavity, (d) $\Delta L = 9.4$ m with cavity.

[Eq. (6)] with respect to $p_{in}$. The result is identical to Eq. (11). It is common to build ring resonators on very stable substrates and minimize these effects. In our experiment, the ring resonator was built on a fused silica substrate, and we did not observe any extra noise due to the mechanical noise of the cavity.

In the experiment, the FWHM transmission bandwidth of the resonator is about 10 MHz, and the PDH controller has a bandwidth of 100 Hz. We intentionally modulated the laser frequency at 10 kHz with a modulation depth of 33 kHz and observed the MZI output in different configurations. 10 kHz is chosen, because there is almost no rejection from the PDH system and it is well within the transmission band of the cavity.

Figure 3 shows the amplitude spectral density of the photodetector output in four configurations. Measurement (a) corresponds to an unbalanced interferometer with arm-length difference of 9.4 m. The frequency modulation of the source caused the large peak at 10 kHz. In (b), the physical arm-length difference is zero, but the cavity exists in one of the arms, i.e., the cavity is used to unbalance the interferometer. The MZI behaves as an unbalanced interferometer, and the peak at 10 kHz has the same magnitude as (a). (c) shows the output of a physically balanced MZI, i.e., $\Delta L = 0$, and (d) is the output of the MZI with 9.4 m arm-length mismatch balanced by the cavity. There is no 10 kHz component above the noise floor in (c) and (d), showing that the ring resonator has balanced the interferometer. By varying the modulation frequency between 1 kHz and 100 kHz (maximum modulation frequency of the laser), the same behavior was observed.

To confirm that the short arm with the cavity behaves as a long arm, we measured the magnitude of the 10 kHz signal for different arm lengths. Results are depicted in Fig. 4 along with the calculated curve. Zero on the horizontal axis for the measurement corresponds to conditions of Fig. 3(d), and 9.4 m corresponds to Fig. 3(b). For the calculated curve, zero and 9.4 m are equivalent to Figs. 3(c) and 3(a), respectively.

We showed that length mismatch in the arms of interferometers can be compensated with a slow-light element in the shorter arm which can allow white-light interferometry. We experimentally demonstrated the idea by using a ring resonator as the slow-light element. Resonator parameters are calculated, and noise performance is discussed. This new scheme is useful for low-noise interferometric sensors by eliminating the contribution of the frequency noise of the source. For applications that require high sensitivity to the frequency deviations, similar schemes can be used to unbalance the interferometer.

The authors thank G. Allen, M. Fejer, S. Fan, and M. Terrel for invaluable discussions and K. Urbanek for experimental support. This work was supported by the National Science Foundation (NSF) under grant 07577896. This paper has been assigned Laser Interferometer Gravitational-Wave Observatory (LIGO) document No. P1000143.

References