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We have fabricated and characterized micro-SQUID susceptometers for use in low-temperature
scanning probe microscopy systems. The design features the following: a 4.6 �m diameter pickup
loop; an integrated field coil to apply a local field to the sample; an additional counterwound
pickup-loop/field-coil pair to cancel the background signal from the applied field in the absence of
the sample; modulation coils to allow setting the SQUID at its optimum bias point �independent of
the applied field�, and shielding and symmetry that minimizes coupling of magnetic fields into the
leads and body of the SQUID. We use a SQUID series array preamplifier to obtain a system
bandwidth of 1 MHz. The flux noise at 125 mK is approximately 0.25��0 /�Hz above 10 kHz,
with a value of 2.5��0 /�Hz at 10 Hz. The nominal sensitivity to electron spins located at the center
of the pickup loop is approximately 200�B /�Hz above 10 kHz, in the white-noise frequency
region. © 2008 American Institute of Physics. �DOI: 10.1063/1.2932341�

I. INTRODUCTION

The magnetic response of micro- and nanometer scale
objects, as a function of an applied magnetic field, reveals
properties that cannot be probed directly by other methods.
For instance, the current in a mesoscopic ring is the first
derivative of the ring’s free energy with respect to magnetic
flux, allowing for the study of fundamental thermodynamic
properties.1 The periodicity of the free energy with respect to
the flux quantum gives a variety of effects, including the
Little–Parks effect,2 multiple fluxoid transitions,3 and the de-
tection of novel superconducting wave function states.4 The
intrinsic sensitivity of superconducting quantum interference
devices �SQUIDs� to magnetic flux makes these devices
some of the world’s best instruments for measuring magnetic
fields.5 In this paper we present a scanning SQUID suscep-
tometer that has enabled results1,3,4 on micrometer scale ob-
jects in part because it is specifically designed to measure the
response of small objects as a function of applied field.

Micro-SQUIDs excel at quantitative measurement of
small magnetic signals, including the total magnetic response
to applied field �moment or susceptibility� of nanoscale ob-
jects. These measurements have traditionally been done with
nonscanning sensors that are integrated onto the same chip as
the sample,6 require physical placement of a sample in the
pickup loop,7 or are used in a static flip-chip geometry.8 Use
of a scanning sensor has multiple advantages in these appli-
cations, allowing measurement of samples that are on differ-
ent substrates or that can be fabricated by incompatible pro-

cesses, as well as measurement of multiple samples in a
single cooldown. Most importantly for the smallest signals, a
scanning sensor allows in situ measurements of the back-
ground simply by moving away from the sample.

We report on the design, fabrication, and characteriza-
tion of scanning SQUID susceptometers with 4.6 �m diam-
eter pickup loops, integral and robust shielding, and a high
degree of symmetry. Section II presents the basic design con-
siderations. Section III briefly describes the experimental
configuration, including the scanning stage and preamplifier
with which we are able to achieve the same intrinsic flux
sensitivity while scanning as while in a static, well-shielded
environment. Section IV discusses the noise design and de-
vice performance in detail. Section V presents some repre-
sentative measurements made by this device, describes the
background cancellation technique, and gives the demon-
strated ring-flux sensitivity.

II. DESIGN

All SQUIDs have nonlinear current-voltage characteris-
tics with a critical current that depends periodically on the
total magnetic flux �SQ through the SQUID loop with a pe-
riodicity of the superconducting flux quantum, �0=h /2e.
The smallest micro-SQUIDs fabricated to date are also the
most basic, consisting of a simple superconducting loop with
two microbridges of various types.9–12 Because it is not pos-
sible to use a feedback circuit to keep the SQUID in a flux-
locked loop if there are no modulation coils, the response of
simple SQUIDs is nonlinear in applied field. In principle, a
modulation coil could be added, but in practice, modulation
coils have limited use because the modulation field is applied
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to the sample as well. Fabricating a pickup loop that is sepa-
rate from the core area of the SQUID solves both of these
problems,13 at the expense of compactness.

SQUIDs with independent control of sample flux and
bias flux allow for operation at the maximum-sensitivity bias
point for all measurement conditions. A pickup loop/field
coil pair can be separated in space from the modulation coil
to reduce cross coupling. Separating the pickup loop and the
main body of the SQUID �consisting of the junctions, junc-
tion shunts, and modulation coils� also allows the pickup
loop to be optimized for coupling to the sample.14

In many cases, it is further desirable to null the SQUID’s
response to the applied field so that the signal only reflects
the magnetic response of the sample to the applied field. This
can be done by including a separate, counterwound pickup-
loop/field-coil pair to cancel the response to the applied field.
Designs including such features are known as SQUID sus-
ceptometers and were first proposed and produced by
Ketchen et al.,7 modified to a coaxial geometry by Ketchen
and Kirtley,14 and implemented in a scanning geometry by
Gardner et al.15 with 8 �m diameter pickup loops.

SQUIDs are intrinsically sensitive to the magnetic flux
threading their pickup area; thus, the best field sensitivity is
achieved with the largest pickup area compatible with a
given application. While large SQUIDs have the best sensi-
tivity to magnetic field, small SQUIDs have better coupling
to small samples. Our nominal 4 �m diameter pickup loop is
chosen to balance the competing requirements of maximum
sensitivity �better for smaller diameters� and of having a con-
venient scan/imaging kernel �which limits the minimum di-
ameter, relative to the lithographically limited spacing be-
tween the pickup loop leads, 2 �m center to center�. The
measured effective diameter—that is, the geometric mean of
the inner �3.95 �m� and outer �5.15 �m� diameters of the
loop16—is 4.6 �m. This pickup loop size also results in near-
optimal coupling to micrometer-scale samples, such as rings,
for which fields on the order of 50 Oe can apply several �0

through a given sample’s center. When the sample’s diameter
is sufficiently small compared to the pickup loop size �Fig.
1�a�� the field lines can be approximated as an ideal dipole
�Fig. 1�b��. When the dipole moment m is in the center of the
pickup loop and aligned perpendicular to the pickup loop
plane as shown, the magnetic flux captured by the sensor17 is
�SQ=mre /a, where a is the radius of the ring, re=2.8
�10−15 m is the classical electron radius, �SQ is in units of
�0, and m is in units of Bohr magnetons, �B. Smaller pickup
loops allow fewer field lines to close within the sensor area,
increasing the total magnetic flux threading the loop. The
coupling decreases rapidly if the dipole is more than one
pickup loop radius away from the plane of the pickup loop.
Maximal dipole coupling occurs when the dipole is directly
next to the inner edge of the pickup loop itself, at which
point the Meissner screening associated with the pickup loop
linewidth can play an important role and more accurate
modeling18 is required to estimate the sensitivity to spins.

To measure the magnetic response of a sample as a func-
tion of applied field, the measurement process must cancel
the sensor’s response to the applied field itself. To aid this
cancellation process, our susceptometer is designed with

two, nominally identical, counterwound pickup loops. These
loops are separated by 1.2 mm on the sensor chip so that one
loop can be located in close proximity to the sample while
the other loop is far from the sample substrate to avoid un-
wanted coupling �Fig. 1�c��. The symmetry of the design
leads to both a geometric cancellation of a uniform applied
field and a balanced inductance between the two arms of the
SQUID, which leads to improved electrical performance.

We apply field to the area near the two pickup loops with
local single-turn field coils that are fully integrated into the
SQUID chip layout. The effective diameter of each field coil
is 13.6 �m �just slightly greater than twice the diameter of
the pickup loop�, resulting in a field at the center of the loop
of approximately 0.1 T /A. The field coils are fabricated
from a thin-film Nb layer deposited directly on the substrate
so as to avoid edge crossings that might decrease the critical
current of the lines. Although the critical current of the field
coil, I0

FC, is typically �75 mA, effective operation is limited
to a smaller range Imax

FC � �45 mA due to nonlinearities that
are presumed to result from the onset of vortex motion in
SQUID elements.

The two field coils are connected in series, so that a
constant current applies the same magnetic induction to both
pickup loops. A geometric imbalance of approximately 1 part
in 100 is thought to be caused by alignment imperfections in
lithography. A center tap on the field coil leads allows one to
cancel this residual geometric coupling between field coils
and pickup loops to within 1 part in 10 000. At this level of
cancellation, we are able to apply �40�0 of field with a
residual signal of only a few m�0. This allows for sufficient
dynamic range in the preamplifier/readout electronics to
measure the residual background with the necessary sensitiv-
ity for postprocessing background subtraction �described
later�.

Field
Coil

Modulation
Coils

Pickup
Loop

a

b

c

FIG. 1. �Color online� �a� Field lines from a current I in a ring positioned on
axis but slightly below the pickup loop, with the shielding tab shown in
gray. �b� Field lines from the dipole moment of a mesoscopic sample located
at the center of a pickup loop. The flux captured by the pickup loop in-
creases as the loop diameter decreases. The net flux also increases if the
sample is moved to a position directly under the wire forming the pickup
loop. �c� Simplified diagram of the device, showing the general relationship
between the pickup loops, the field coils, and the modulation coils. The
center tap of the field coils allows compensation of lithographic imperfec-
tions between the two pickup loops. The shading represents the low induc-
tance planar coaxial shield on the susceptometer arms.
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The local field coils have three additional advantages
when compared to a system that operates in a uniform field
applied by an external solenoid. First, the integrated field
coils have a comparatively low inductance which enables the
possibility of oscillating the applied field at a high rate
��10 kHz�, alleviating many of the problems associated
with low frequency sensor noise. Second, because the field
from the field coils itself falls off as 1 /r3 when the distance
from the sample, r, is larger than the field coil diameter, the
field from the sample at the pickup loop falls off even more
rapidly, as 1 /r6 �as opposed to 1 /r3 for a uniform field�. This
situation allows for a more independent characterization of
the SQUID’s response to the applied field in situ away from
any sample. Finally, the local field coils allow for the modu-
lation coils and Josephson junctions to operate in a low field
environment.

Integrated modulation coils allow for operation in a flux
locked loop. The feedback technique linearizes the response
in the applied flux and allows the SQUID to operate at a flux
bias point of optimal sensitivity5 in all applied fields at the
sample. The modulation coils are larger than the applied field
coils, reducing the feedback current requirements, and thus
the heating from stray resistances in the low temperature
wiring. Although the region of the SQUID that couples to the
modulation coils will cancel constant background fields with
its gradiometric design, it is still sensitive to gradients in the
applied field due to its large size. We find that scanning
mount vibrations of approximately 25 nm magnitude limit
the sensitivity of the system when it is operated in a field
applied by a handwound external solenoid rather than by the
integrated field coils.

The gradiometric pickup loops and like-polarity field
coils form the ends of a symmetric common axis, the sus-
ceptometer axis, which extends 1.2 mm in length �Fig. 2�a��.
The SQUID junctions and modulation coils are at the center
of the susceptometer �Fig. 2�b�� placed symmetrically be-
tween the pickup loop/field coil pairs. The pickup loops are
connected to the SQUID core by low-inductance planar co-
axial lines that taper to a narrow point in the vicinity of the
pickup loops �Fig. 2�c��. The SQUID bias leads are also re-
alized as a planar coaxial structure.

The flux coupling geometry at the center of the suscep-
tometer has been designed to allow one to couple controlled
flux from dedicated modulation coils to a SQUID that is
primarily a self-shielded planar transmission line. Ketchen
and Kirtley14 have described the importance of shielding the
sensor from parasitic coupling �through connecting leads
and/or gaps between layers�. We follow a similar design phi-
losophy, but take advantage of improvements in lithography
to reduce sharp corners by tapering the tip at a shallow angle
�14° half-angle�. The field coil leads are shielded by a float-
ing superconducting strip of sufficient width �10 �m� to
overlap both leads. The shielding of the pickup loop leads is
more complicated due to the transition from a fully planar
coaxial geometry to the bare pickup loop. One lead is the
center conductor of the coaxial geometry and the other lead
is the outer conductor. The leads are shielded by a single
layer of superconducting film �above� tied to the coaxial
shield for a distance of 12 �m, and by two layers of super-

conducting film �above and below� also tied to the coaxial
shield for a distance of 35 �m. Of this “dual-shielded” seg-
ment, 15 �m of the length is additionally shielded by float-
ing extensions of the coaxial shield in the same layer as the
pickup loop leads. The combination of shielding features re-
sults in a reasonably symmetrical imaging kernel.

The SQUID fabrication uses a conventional
Nb /AlOx /Nb trilayer Josephson junction technology, includ-
ing PdAu shunt resistors, SiO2 dielectric interlayers, and Nb
wiring layers. The Nb and Al are deposited by dc sputtering
in an Ar atmosphere, the PdAu resistors are deposited by
electron-beam evaporation, and the SiO2 interlayer is depos-
ited by electron cyclotron resonance plasma enhanced
chemical vapor deposition �ECR PECVD�. A full description
of this process is given elsewhere.19 Device features were
defined in an optical lithography process with approximately
0.8 �m minimum feature size and 1 �m minimum feature
spacing.

III. EXPERIMENTAL SYSTEM

The field coil leads are oriented at a 45° angle to the axis
of the SQUID, allowing the susceptometer chip to be pol-
ished to within approximately 15 �m of the field coil
��25 �m from the center of the pickup loop�, placing the
pickup loop near the edge of the substrate �Fig. 2�c��. The
device is then fastened to a cantilever and aligned at an angle
of approximately 2° with respect to the sample plane. With
this alignment, the pickup loop can be positioned in close
proximity �25 �m�sin 2° �1 �m� to the sample. The can-
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FIG. 2. �Color online� �a� Photomicrograph of the full device, prior to pol-
ishing the tip. Material below the white dashed line is removed during
polishing. Pads for wirebonding are at the top. The distance between pickup
loops is 1.2 mm. The area enclosed by the box near the center of the SQUID
is enlarged in �b�, and the area enclosed by the box near the tip is enlarged
in �c�. �b� Close-up view of the core area of the SQUID, including junctions,
shunt resistors, and modulation coils. �c� Close-up view of the sensor area,
after polishing. Note shielding layers above both the pickup loop leads and
the field coil leads.
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tilever movement is controlled by a large area scanning pi-
ezoelectric S-bender20 with additional coarse motion control
by slip-stick motion positioners.21

We voltage bias the SQUID and read out the current
with a SQUID array preamplifier to improve performance
�Fig. 3�. The advantage to using a SQUID series array pre-
amplifier is that its output impedance is designed to couple
well to room-temperature electronics. Thus, there is no need
for an impedance-matching transformer, and the feedback
circuit can be directly coupled, without use of a modulation
frequency. We use a N=100 SQUID series array22 with an
output impedance of �300 �. When the array is operated in
a magnetically shielded environment, a minimal amount of
flux trapping occurs and the combined dc output from all of
the SQUIDs is essentially N times the dc output from a
single SQUID.

Since the SQUID array preamplifier is a low-input-
impedance device, it is more natural to voltage bias the sus-
ceptometer and read out its current with the SQUID array.
The input current sensitivity of the SQUID series array is
approximately 2.5 pA /�Hz with a 1 / f knee at �50 Hz. This
measured noise is less than the fundamental noise of the
susceptometer and ensures that we realize the full intrinsic
sensitivity of the susceptometer.

Moreover, the intrinsic bandwidth of the SQUID series
array with an open-circuit on the input coil is greater than
100 MHz.22 The bandwidth of our room temperature elec-
tronics is approximately 5 MHz. In principle, the frequency
response of the susceptometer with preamplifier is limited by
the LAR

in /Rdyn time constant of the SQUID array input induc-
tance LAR

in and susceptometer dynamic resistance Rdyn. The
measured bandwidth of the present arrangement �1 MHz� is
consistent with measured values of LAR

in and Rdyn.

IV. NOISE DESIGN AND PERFORMANCE

In order to minimize the SQUID flux noise, we followed
a design prescription23 which sets the Josephson junction
critical current Ic based on the SQUID self-inductance LSQ

through the relation Ic=�0 /2LSQ. Numeric modeling18 was
used to estimate the inductance of individual SQUID com-
ponents yielding: modulation core region, 55 pH; strip line,
9 pH /mm; taper region, 4 pH; and pickup loop, 13 pH. The
combined inductance LSQ�100 pH agrees to within experi-
mental uncertainty with the actual inductance, as
extrapolated24 from the critical currents at applied flux values
of �SQ=0 and �0 /2. The designed single-junction value Ic

�10 �A agrees well with the measured maximum SQUID
critical current Ic,SQ

max /2, as shown in Fig. 4. Using the same
design prescription, shunted dc SQUIDs are nonhysteretic
when the parameter �C=2�IcRshunt

2 CJ /�0	1, where Rshunt is
the junction shunt resistance and CJ is the capacitance of
each junction. We report on our highest resistance �Rshunt

=2.4 �� devices that have a nonhysteretic response. The
nominal design values are �L=2IcLSQ /�0=1 and �C=0.2.
The dynamic resistance under a typical operating bias is ap-
proximately 3.5 �.

A bias resistor of approximately 100 m� is fabricated
on the same substrate as the susceptometer. This resistor
need not be used if local heating is a concern or if simpler
wiring is preferred. For example, we use a discrete resistor
heat sunk to the 1 K pot for dilution refrigerator operation.

The frequency-independent �white� flux sensitivity of dc
SQUIDs has been thoroughly analyzed with respect to de-
sign parameters.23 Figure 5�b� shows this flux noise �as mea-
sured between 20 and 30 kHz� as a function of temperature
for one of our typical devices. One contribution to this noise
is Johnson noise in the shunt resistors. This noise is mini-
mized when �L�1 and �c=1, giving a theoretical limit25 of
�n=�S�= �16kBTLSQ

�LSQCJ�1/2. Above 0.5 K, the device
noise has the same functional dependence on the temperature
and is only slightly larger in magnitude than this limit, in
accordance with the reduced �c parameter. When the tem-
perature is reduced below 0.5 K, the flux noise plateaus at a
value �0.25 ��0 /�Hz� higher than the quantum limit.26 This
behavior is consistent with an electron temperature saturation
caused by weak electron-phonon coupling at low tempera-
tures as described by Wellstood.27 This white-noise flux sen-
sitivity corresponds to an equivalent spin sensitivity for
samples located in the plane of, and at the center of, the
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FIG. 3. Circuit diagram for the device operation. Local compensated field
coils apply magnetic field to the two ends of the SQUID susceptometer �S�
with coupling MSQ

fc =1.0�0 /mA=2.1 pH. Modulation coils with MSQ
mod

=16�0 /mA=33 pH allow for additional feedback circuitry to keep the de-
vice at an optimal working flux bias, while linearizing the response to an
applied field. The susceptometer is voltage biased through RB�100 m� and
the SQUID current is coupled to a series array SQUID preamplifier �A� with
input mutual inductance MAR

in =33�0 /mA=68 pH. The flux bias of S is set
through an offset voltage in the feedback circuitry, and the flux bias of A is
set through the mutual inductance MAR

fb =4.2�0 /mA=8.7 pH.
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pickup loop of 200 �B /�Hz. The actual spin sensitivity will
vary depending on the position of the sample relative to this
reference point,14 and the given value is presented as a figure
of merit only.17

The 1 / f-like low frequency noise �Fig. 5�a�� is typically
about 2.5��0 /�Hz at 10 Hz, and depends on frequency ap-
proximately as �n=�S�
 f−0.35 rather than �S�
 f−0.5. We
have verified that it does not come from the SQUID series
array or room temperature amplifier stages. There is only
very weak temperature dependence. Tests using a bias rever-
sal scheme5 indicate that this low frequency noise is true flux
noise, rather than due to critical current fluctuations. Similar
1 / f flux noise levels have been reported for other devices.28

V. COUPLING TO MESOSCOPIC SAMPLES

Our sensor is designed to measure weak magnetic sig-
nals from mesoscopic objects �Fig. 6�. To locate these small
objects, large magnetic features must be included in the li-
thography. The sample in Fig. 6�a� includes aluminum rings
and a gold meander wire to indicate each ring’s position.
Current through the grid of meander wires generates mag-
netic field that can be imaged with the susceptometer’s
pickup coil �Fig. 6�b��. Notches in the grid represent binary
bits that differentiate one grid section from the next. Below

the superconducting transition temperature for aluminum, the
rings have a strong diamagnetic response to an applied field
generated by the field coil �Fig. 6�c��. A higher resolution
scan of a single ring �Fig. 6�d�� shows the imaging kernel of
the sensor in susceptibility mode. The dark area around the
ring represents a weak negative coupling when the ring is
directly next to the pickup loop and the returning field lines
thread the sensor area. The magnetometry response to an
isolated vortex pinned in a niobium thin film sample �Fig.
6�e�, near zero applied field� represents the typical response
to a sharp feature with its own intrinsic monopolelike mag-
netic field. Figure 6�f� shows the response from a sample like
the one shown in Fig. 6�a� but composed of normal metal Au
rings instead of the superconducting Al, and where an AlOx

insulator exists above the grid lines and below the rings. At
the lowest temperatures ��30 mK� a paramagnetic suscepti-
bility associated with spins in the metal and/or this insulating
layer29 is visible after averaging times of a few to several
tens of minutes.

Once scanning has been used to identify a specific
sample on a multi-sample substrate �Fig. 7�a��, the sensor
can be used to make in situ background measurements, al-
lowing for the acquisition of a full I-� curve. This procedure
involves measuring the nonlinear SQUID response as a func-
tion of the applied field �Fig. 7�b�� at various distances from
the sample in question. We usually apply a sinusoidal current
to the field coils to avoid high frequency components, which
would be more affected by the finite measurement band-
width. The counterwound design leads to the initial two or-
ders of magnitude of cancellation of the applied flux, as de-
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scribed above. After nulling the linear in-phase component of
this response by feeding an adjustable current into the center
tap, we typically find a residual signal on the order of 10−4

times the bare applied flux. This residual signal �Fig. 7�b��
consists mostly of an out-of-phase component, which arises
as the difference of two large signals of equal amplitude with
a very slight phase shift. Particularly at a large applied field,
a nonlinear component that we attribute to current induced
pair breaking in or near the field coils becomes visible. To
distinguish this sensor background from the much smaller
sample signal, we measure it in situ by moving the pickup
loop away from the sample and subtracting the result from
that obtained when coupled to the sample �Fig. 7�c��. Our
best results were obtained when moving the scanner on and
off the sample parallel to the substrate, and measuring about
1 s at each position, so that the background susceptibility
from the substrate is also eliminated, and slow variations in
the sensor background are averaged out. With this procedure,
we were able to obtain a nonlinear response of less than
0.1��0 at a field coil current of 45 mA �corresponding to
about 45�0 or 45 G� after averaging for 38 h above a region
of bare silicon substrate and subtracting the linear compo-
nent �Fig. 7�d��.29 The latter was at least partly due to the

susceptibility of nearby metal patterned on the substrate.
Thus, we have achieved a cumulative background rejection
of better than 8.5 orders of magnitude. Moreover, this sensi-
tivity after averaging is consistent with the previously mea-
sured noise level �Fig. 5�, demonstrating that these measure-
ments can be made at the full sensitivity of the sensor.

VI. CONCLUSION

We have characterized a Nb high-symmetry scanning
SQUID susceptometer between 0.025 and 6 K. The spectral
density of the flux noise in the frequency-independent region
is 0.25��0 /�Hz below �200 mK, equivalent to a spin sen-
sitivity of approximately 200�B /�Hz for samples at the cen-
ter of, and in the plane of, the pickup loop. This device has
better than 100 times greater spin sensitivity than our previ-
ous device.15 The improved performance is due to the re-
duced pickup loop dimensions, improved shielding, and im-
proved symmetry with regard to the SQUID and field coil
placement, and voltage biasing techniques on the readout
stage. As expected, the limiting factor in bandwidth is set by
the array input loop and the dynamic resistance of the
SQUID susceptometer. The ability to position the sensor
over multiple samples in a given cryogenic run and the abil-
ity to isolate the sensor from the samples for background
subtraction combine to maximize the device utility and sen-
sitivity.
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