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A B S T R A C T

There remains an urgent need for rapid diagnostic methods that can evaluate antibiotic resistance for
pathogenic bacteria in order to deliver targeted antibiotic treatments. Toward this end, we present a rapid
and integrated single-cell biosensing platform, termed dropFAST, for bacterial growth detection and
antimicrobial susceptibility assessment. DropFAST utilizes a rapid resazurin-based fluorescent growth assay
coupled with stochastic confinement of bacteria in 20 pL droplets to detect signal from growing bacteria after
1 h incubation, equivalent to 2–3 bacterial replications. Full integration of droplet generation, incubation, and
detection into a single, uninterrupted stream also renders this platform uniquely suitable for in-line bacterial
phenotypic growth assessment. To illustrate the concept of rapid digital antimicrobial susceptibility assessment,
we employ the dropFAST platform to evaluate the antibacterial effect of gentamicin on E. coli growth.

1. Introduction

The emergence of multi-drug resistant bacteria due to indiscrimi-
nate use of broad-spectrum antibiotics has grown into a global
healthcare crisis (Boucher et al., 2009; Carlet et al., 2011; Finley
et al., 2013; Kunin et al., 1973; Roca et al., 2015). To combat this
threat, there is an urgent need for diagnostic methods that can rapidly
evaluate antibiotic resistance of these dangerous bacteria to ensure
timely and targeted antibiotic treatments (Exec. Order No. 13676, 3
C.F.R., 2014; Laxminarayan et al., 2013; Spellberg et al., 2011). To this
end, various genetic techniques have been proposed based on ampli-
fication and detection of known resistance-conferring genes in bacteria
(Tenover, 2010). However, due to constantly evolving genetic mechan-
isms of resistance, such approaches are less reliable than direct
phenotypic detection of bacterial growth (Mach et al., 2011).
Phenotypic methods for evaluating antibiotic resistance, in which
bacteria are directly grown in the presence of various antibiotics to
determine their sensitivity or resistance, are limited by a lengthy assay
procedure. Indeed, current standard phenotypic antimicrobial suscept-
ibility tests (AST) in clinical laboratories (e.g., broth dilution and disk
diffusion) require a 16–20 h incubation period (Davenport et al., 2017;
Performance Standards for Antimicrobial Susceptibility Testing;

Twenty-Fourth Informational Supplement, 2014). Although many
strains of bacteria grow rapidly and some (e.g., E. coli) can even
replicate in as little as every 20 min (Fossum et al., 2007; Parija, 2016;
Powell, 1956), conventional AST still requires a lengthy incubation
period. This is in part attributed to the large volumes in which bacteria
are cultured and measured (100 µL to 20 mL), which necessitate
growing a high number of bacteria to ensure reliable interpretation
of bacterial growth. This observation suggests that a reduction of
analysis volume can reduce the incubation time necessary for assessing
antibiotic resistance. Moreover, this incubation time may be further
reduced to the timescale of individual bacterial replication if such an
event can be reliably observed at the single-cell level. In short, a
technology capable of handling small sample volumes and detecting the
replication of individual bacteria can drastically accelerate phenotypic
assessment of antimicrobial susceptibility.

Microfluidics is well-suited for handling reaction volumes at
microliters and below. Measuring reactions confined in small volumes
benefits from high local signal-to-background ratio, which can accel-
erate single-cell detection and measurements. Indeed, researchers have
reported various microchambers (Balaban et al., 2004; Choi et al.,
2013; Mohan et al., 2013; Sun et al., 2011) and microchannels (Chen
et al., 2010; Li et al., 2014; Lu et al., 2013; Mai et al., 2014; Wakamoto
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et al., 2013) that can couple with microscopy to detect the growth and
replication of single bacterial cells. Unfortunately, with throughputs
limited to the order of tens of channels and chambers per device, these
devices lack the statistical capacity to analyse many cells and account
for the inherent heterogeneity of the bacterial population (Delvigne
et al., 2014; Nichols et al., 2011). Furthermore, these devices fre-
quently rely on additional materials (e.g., cellulose membranes
(Balaban et al., 2004; Wakamoto et al., 2013) and agarose gels
(Choi et al., 2013; Eun et al., 2011; Li et al., 2014)) or external forces
(e.g., electric force (Lu et al., 2013)) to trap bacteria, which increase the
complexity of device fabrication and operation. In part to address such
challenges, droplet microfluidics recently emerged as an approach for
single-cell isolation, detection, and analysis (Kaminski et al., 2016; Yan
et al., 2016). Similar to microchambers and microchannels, micro-
fluidic droplets enable volume reduction, high local signal-to-back-
ground ratio, and accelerated time to detection (Boedicker et al., 2008;
Ng et al., 2016; Rane et al., 2012a, 2012b). Critically, droplet-based
platforms employ passive “flow-focusing” structures to generate dro-
plets that can stochastically encapsulate single bacteria at around 100–
1000 Hz and detection modules that can exclude empty droplets from
analysis. Droplet-based platforms therefore offer a compelling alter-
native for accelerating single-cell detection and measurements.

Despite these promising attributes, droplet microfluidics has not
been able to reduce the analysis time of antimicrobial susceptibility
assessment to the timescale of bacterial replication. In an early
example, Boedicker et al. (2008) tested antimicrobial susceptibility
of S. aureus after incubating the bacteria for 7 h in the presence of
antibiotics via a single-step fluorescence assay. The relatively large
droplet volume of 4 nL in this work necessitated 7 h incubation for
reliable growth detection. In a later work, Liu et al. (2016) used
smaller droplets of 330 pL for detecting a mutant resistant to fusidic
acid, but required 8 h incubation due to a less-sensitive non-fluor-
escent detection approach based on light scattering. Notably, these
techniques were demonstrated on experimental workflows requiring a
separate device for droplet generation, an incubator for off-chip
droplet incubation, and an additional device for droplet detection
(Boedicker et al., 2008; Liu et al., 2009, 2016). To accelerate the
analysis time for assessing antimicrobial susceptibility to the time-
scale of bacterial replication, an integrated workflow that ensures
precise temporal control from single-bacteria confinement to detec-
tion must also be implemented.

Herein, we present a rapid and integrated method for single-
bacteria growth analysis and antimicrobial susceptibility assess-
ment, dropFAST (droplet-based Fluorescent Antimicrobial
Susceptibility Test). In dropFAST, we encapsulate and incubate
single bacterial cells in picoliter-sized droplets that are more than
ten-fold smaller than those reported in earlier works, and we use a
fluorescence assay for detection of bacterial growth. This combina-
tion allows us to substantially reduce the required time for
detecting signal from growing bacteria to approach the fundamen-
tal limit of growth determination – the bacterial replication time.
Importantly, the shortened incubation time minimizes the device
footprint, which facilitates the integration of single bacterial cell
encapsulation, bacteria culturing, and fluorescence-based bacterial
growth detection into a streamlined workflow within a monolithic
device. As an additional benefit, dropFAST routinely analyzes ~
104–105 individual bacterial droplets in each experiment; such
throughput confers the statistical capacity to account for potential
inaccuracies due to bacterial population heterogeneity. As a de-
monstration, we assessed the antibacterial effect of the antibiotic

gentamicin on the growth of E. coli with single-cell resolution after
only 1 h of on-chip incubation.

2. Materials and methods

2.1. Design and fabrication of microfluidic device

The microfluidic device design consists of a 20 µm flow-focusing
nozzle for droplet generation, followed by a 500-μm-wide serpentine
incubation channel that spans roughly 1.75 m and then a 10 µm
droplet detection window. A casting mold was fabricated by spinning
a 20 µm layer of SU8-3050 photoresist (MicroChem, Westborough,
MA) onto a 4 in. silicon wafer and patterning using standard photo-
lithography. The microfluidic devices were made of polydimethylsilox-
ane (PDMS) by pouring 30 g of 10:1 ratio of Sylgard 184 (Dow
Corning, Auburn, MI) base to curing agent onto the SU8 mold. After
curing the PDMS replica, it was permanently bonded to cover glass
(130 µm thickness, Ted Pella, Redding, CA) through oxygen plasma
treatment in order to seal the channels. Prior to operation, the
microfluidic chips were treated with Aquapel (Pittsburgh Glass
Works, LLC, Pittsburgh, PA) and baked at 80 °C for ≥ 20 min to
render microfluidic channel surfaces hydrophobic.

2.2. Operation of microfluidic device

Frozen stocks of E. coli (ATCC 25922, ATCC BAA 2471) were
thawed, washed twice, and diluted to 107 CFU/mL in Muller-Hinton II
cation adjusted broth (Sigma-Aldrich, St. Louis, MO). Separately,
400 µM resazurin (Sigma-Aldrich) was mixed with either 0 µg/mL or
8 µg/mL gentamicin (Sigma-Aldrich) in Mueller-Hinton broth. Both
bacterial sample and resazurin/antibiotic solution were then drawn
into separate 1-m-long sections of Tygon tubing (Cole-Parmer, Vernon
Hills, IL) with an inner diameter of around 500 µm. Both Tygon tubing
sections were individually connected to Hamilton 1000 glass syringes
(Sigma-Aldrich) containing FC-40 oil (Sigma-Aldrich), which served as
the displacement fluid for injecting both aqueous samples from Tygon
tubings into the device using a syringe pump at 15 µL/h (Harvard
Apparatus, Holliston, MA). An oil phase consisting of FC-40 oil and 5%
poly(ethylene glycol) di-(krytox-FSH amide) surfactant by weight was
pumped into the device through the oil inlet of the device at 60 µL/h by
a separate syringe pump. To confirm stable droplet generation, the
device was imaged using a 4× objective lens and a CCD camera during
droplet generation and after droplet incubation. Droplet incubation
was conducted on chip at 37 °C using a controllable peltier heater on
which the microfluidic device rested.

2.3. Continuous-flow droplet detection

Continuous-flow droplet detection was conducted using a custom
optical stage consisting of a 552 nm laser excitation source (OBIS,
Coherent, Inc., Santa Clara, CA) and a silicon avalanche photodiode
detector (APD) (SPCM-AQRH13, ThorLabs, Newton, NJ). The laser
was operated at 1 mW power and was focused into the detection zone
of the device using a 40× objective (Thorlabs RMS40X-PF, NA 0.75,
focal depth ~ 0.6 µm). As droplets flowed through the detection zone,
fluorescence data was continuously acquired by the APD with 0.1 ms
sampling time. A custom LabVIEW program was used to control
fluorescence data acquisition.
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3. Results and discussion

3.1. Rapid and integrated dropFAST platform

Our dropFAST platform achieves single-cell isolation, culture, and
detection within picoliter droplets in a streamlined, single-step work-
flow (Fig. 1(A)). In this platform, a droplet microfluidic device is used
to stochastically confine single bacteria in picoliter droplets that
contain a culture broth (Mueller-Hinton broth), a fluorescent bacterial
growth indicator dye, and/or an antibiotic. After droplet encapsulation,
bacteria can grow within these droplets as they flow through a 37 °C
incubation region. The platform utilizes a commonly-used growth
indicator dye, resazurin, to directly detect bacterial growth within
droplets in a single step via fluorescence. In the presence of cellular
metabolic functions of any species or strains of bacteria, resazurin is
reduced by the intracellular electron receptors NADH and FADH to
form the brightly fluorescent resorufin (Bueno et al., 2002). This
indicator allows us to clearly differentiate droplets that have encapsu-
lated actively growing bacteria (represented as pink in Fig. 1(A)), from
droplets which contain no bacteria or where antibiotics may have

prevented growth (represented as blue in Fig. 1(A)). By leveraging
picoliter volume droplets and the resazurin-based fluorescence assay,
dropFAST is able to detect bacterial growth after only a few bacterial
replication events. Fluorescence signals from all droplets are analyzed
via a histogram to assess and quantify the growth of the bacterial
population after incubation. Importantly, our platform operates in a
continuous flow, whereby droplet generation, incubation, and detection
take place in a single, uninterrupted stream. This feature makes our
platform suitable for high-throughput analysis, and in principle,
continuous in-line operation for handling large sample volumes.

We have developed a PDMS-based, monolithic microfluidic device
that is coupled with a heating and optical detection instrument to
realize the integrated dropFAST platform. Our device is fabricated via
PDMS soft-lithography (Tang and Whitesides, 2010; Xia and
Whitesides, 1998) (Fig. 1(B)) and features a 20-µm-wide flow-
focusing junction where equal parts of the sample and the reagent
(injected via independent inlets) combine and are sheared by oil into
~ 20 pL droplets with high uniformity and stability (Fig. 1(B), inset
(i)). A single bacterium confined in a 20-pL droplet drastically
elevates the local bacterial concentration (equivalent to 5 × 107

Fig. 1. dropFAST integrated platform. (A) For a bacterial sample, dropFAST enables encapsulation of single bacterial cells along with a fluorescent bacterial growth indicator dye and
antibiotics into picoliter-sized droplets. This is immediately followed by short on-chip incubation that allows for a few bacterial replications and then in-line fluorescence detection.
Empty droplets emit weak fluorescence, while droplets with growing bacteria emit strong fluorescence. Growing bacteria in a sample is then quantified via histogram analysis of droplet
fluorescence. (B) Integrated dropFAST device parallelizes droplet generation, incubation, and detection in a continuous flow. The droplet generator consists of a 20 µm flow-focusing
region that facilitates stable droplet generation (inset i), followed by a 500-µm-wide incubation zone (inset ii), and finally a 10-µm-wide detection zone that allows for sequential
detection of droplets (inset iii). (C) Integrated dropFAST platform includes instrumentation to facilitate heated incubation using a Peltier heater and streamlined fluorescence detection
using a laser excitation source and an avalanche photodiode (APD) detector. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of
this article.)
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cells/mL in bulk analysis), which enables early detection of bacterial
growth after only a few replication events. After generation, the
droplets flow through a serpentine incubation channel for on-chip
incubation (Fig. 1(B), inset (ii)). Finally, each droplet sequentially
funnels through a 10-µm-wide detection zone where the fluorescence
emitted from each droplet can be individually measured. The narrow
detection zone stretches each passing droplet, which increases the
transit time of each droplet through the observation volume and
enables collection of additional data points for a reliable fluorescence-
based quantification of each droplet (Fig. 1(B), inset (iii)). We have
also developed an instrument that operates in tandem with the
dropFAST device and facilitates in-line droplet incubation and detec-
tion. The instrument is composed of a Peltier heater and a custom-
built fluorescence detector with a laser illumination source and a
silicon avalanche photodiode (APD) detector (Fig. 1(C)). The
dropFAST device is mounted on the Peltier heater such that the
incubation channel can be uniformly heated at 37 °C to facilitate
bacterial growth within droplets as they flow through the incubation
channel. A laser is focused within the detection zone of the device to
continuously illuminate traversing droplets, and an APD fluorescence
detector is used to monitor fluorescent events as the droplets are
passed from the incubation channel. The combination of a micro-
fluidic device and instrumentation enables full integration of the
dropFAST assay under a simple, streamlined workflow, obviating the
need for complex robotic fluid handling systems or labor-intensive
protocols to integrate processes in separate modules.

3.2. Single-cell encapsulation, bacterial growth, and fluorescence in
picoliter droplets

Prior to realizing the dropFAST workflow, we validated single
bacterial cell encapsulation, bacterial growth, and fluorescence emis-
sion in picoliter droplets. In these experiments, we aimed to encapsu-
late single bacterial cells in ~ 10% of droplets (i.e., mean occupancy λ =
0.1) by loading 107 CFU/mL of E.coli (ATCC 25922) diluted in
Mueller-Hinton broth into one of the two inlets of our device. We
loaded 400 μM resazurin in Mueller-Hinton broth into the other inlet
of our device and commenced droplet generation. E. coli encapsulated
in droplets were directly incubated at 37 °C as they flowed through the
incubation channel in ~ 1 h. We then stopped all flows and examined
the stationary droplets in the device via microscopy. Approximately 1
in every 10 droplets located immediately downstream to the flow-
focusing junction contains one E. coli cell and the rest of the droplets
contain no cells (Fig. S1(A)), which is on par with the expected mean
occupancy of 0.1. Near the end of the incubation zone, about every 1 in
10 droplets contains as many as four E. coli cells and the rest of the
droplets are empty (Fig. S1(B)), indicating that the encapsulated cells
had replicated during incubation. Furthermore, the droplets containing
growing bacteria (Fig. S2(A)) emit strong fluorescence under fluores-
cence microscopy (Fig. S2(B)). These results indicate that as few as 2
bacterial replications can produce detectable fluorescence signal in
droplets.

We also showed that resazurin and the surfactant used to
stabilize droplets pose negligible inhibition to E. coli growth. We
exposed E. coli samples to either 200 µM resazurin or no resazurin
(i.e., control), as well as to either a 4× solution of oil/surfactant or
no oil/surfactant (i.e., control) for 1 h at 37 °C and plated these
samples overnight. We counted comparable number of colonies

between the controls and the test samples (Fig. S3A, S3B), thus
confirming that both resazurin and the surfactant are benign to E.
coli growth.

3.3. Rapid bacterial growth detection and quantification via
fluorescence

The dropFAST platform is capable of detecting bacterial growth
in a sample after 1 h incubation by measuring and recording
fluorescence emitted from individual picoliter droplets generated
from the original sample. To demonstrate rapid detection of
growth, we introduced E. coli spiked in Mueller-Hinton broth and
resazurin (without any antibiotics) into our device and performed
the dropFAST operating routine, which consists of droplet genera-
tion followed by 1 h incubation at 37 ̊C and then in-line fluores-
cence detection. While we maintained a relatively high mean
occupancy of λ = 0.1 and E. coli concentration of 107 CFU/mL in
this demonstration, it should be noted that our platform can readily
detect rare positive droplets from ~ 106 droplets, and therefore has
the capacity to operate with much lower mean occupancies and
input bacterial concentration. As the droplets complete incubation
and sequentially flow into the detection zone of the device, the APD
registers and records a fluorescence time trace where individual
peaks represent each droplet passing through the detection zone.
When E. coli cells are encapsulated and grown in droplets, they
emit a strong fluorescence signal due to local accumulation of
fluorescent resorufin, resulting in tall “positive” peaks in the
fluorescence time trace. In contrast, for droplets that contain no
bacteria, a shorter, weakly fluorescent baseline signal is detected
(Fig. 2(A)).

Histogram analysis of droplet fluorescence offers an effective
means to quantify the population of growing bacteria in a sample.
From the recorded fluorescence time trace of the E. coli containing
droplets, a histogram of the average droplet fluorescence intensity
was plotted for 30,000 of the detected droplets. This results in a
bimodal distribution, consisting of two distinct subpopulations,
which represent the weakly fluorescent empty droplets (relative
standard deviation (RSD) = 4.3%) and strongly fluorescent “posi-
tive” droplets (RSD = 21.8%). The wider spread in the positive
droplet population can be explained by the heterogeneity inherent to
the bacterial population. Because the histogram of droplet fluores-
cence is distinctly bimodal, consisting of a mixture of subpopula-
tions, a Gaussian mixture model (GMM) is employed to fit the data
and extract the individual subpopulation means and their relative
weights (Chan et al., 2008; Lin et al., 2016) (Fig. S4). Using this
approach, we calculate that from the 30,000 detected droplets, on
average 903 ( ± 137) are positive droplets, containing growing
colonies of E. coli. Histogram analysis thus enables quantification
of growing bacteria in each sample.

As a negative control, we verified that in the absence of bacteria, no
“positive” peaks are detected. We loaded our device without any
bacteria and only Mueller-Hinton broth along with resazurin and
performed the dropFAST operating routine. By studying the time trace
of fluorescence emitted by these droplets, we notice that all detected
droplets exhibit approximately the same weak fluorescence intensity –

that of empty droplets (Fig. 2(B)). Histogram analysis here results in a
unimodal distribution consisting of only a single empty droplet
population.

A.M. Kaushik et al. Biosensors and Bioelectronics 97 (2017) 260–266

263



3.4. Rapid assessment of antibiotic effect on bacterial growth

Inhibition of bacterial growth due to antibiotics can be detected
after 1 h incubation using the dropFAST platform. To demonstrate this,
we tested our reference E. coli strain against an inhibitory concentra-
tion of gentamicin (Performance Standards for Antimicrobial
Susceptibility Testing Twenty-Fourth Informational Supplement,
2014), a commonly used intravenous antibiotic for infections caused
by gram-negative bacteria such as E. coli. We first confirmed that
gentamicin inhibited the growth of our reference strain of E. coli using
a bulk broth dilution assay. After 16 h incubation of E.coli with 4 μg/
mL gentamicin, there is no discernable growth of bacteria, as deter-
mined by the sample's lack of turbidity by visual inspection (Fig. S5).
Next, the antibacterial effect of gentamicin on the reference strain of E.
coli was rapidly determined through the dropFAST platform. We
spiked E. coli in Mueller-Hinton broth and resazurin along with
gentamicin into our device and performed the dropFAST assay. After
measuring fluorescence emitted from 30,000 droplets, we performed
histogram analysis to determine the negative and positive subpopula-
tions of our droplet data. For both no-antibiotic control and the
gentamicin-containing sample, we normalized the fluorescence inten-
sities of the positive droplets to the average fluorescence intensities of

the negative droplets and then plotted histograms of the normalized
fluorescence intensities of the positive droplets. Comparing the result-
ing histograms, it is clear that the addition of gentamicin reduces the
frequency of positive droplets (Fig. 3(A)). Indeed, when E. coli was
exposed to gentamicin, only 606 ± 71 droplets out of 30,000 droplets
emit strong fluorescence (from triplicated experiments). To facilitate
direct comparison, this positive droplet population was then normal-
ized to the positive droplet population of the no-antibiotic control.
Compared to the control (1.00 ± 0.15), there is a significant reduction
(p < 0.05) of the positive droplet population in the presence of
gentamicin (0.67 ± 0.08) (Fig. 3(A), inset). Of note, we observe a
residual population of positive droplets even in this high dose of
gentamicin, which presumably arise from E. coli metabolizing and
converting resazurin to fluorescent resorufin before their growth is fully
inhibited by gentamicin. Considering that the biochemical assay
employed in the dropFAST platform is identical to bulk resazurin-
based AST, it is likely that the drastic enhancement in sensitivity
afforded by the dropFAST platform reveals a subpopulation that is
slow-acting to the effects of gentamicin at higher doses. We anticipate
that these observations may help to encourage further investigation of
phenotypic heterogeneity in drug-susceptible bacteria. It should be
noted that in addition to the enhanced sensitivity, the dropFAST

Fig. 2. Rapid bacterial growth quantification with E. coli (A) The fluorescence intensity of each droplet is quantified. Droplets containing growing bacteria (positive droplets) emit
greater fluorescence than empty droplets. The data is further plotted in a histogram with bin size of ~ 10 for population distribution analysis. For an input concentration of 107 CFU/mL
of E.coli, an average of 903 ± 137 droplets out of 30,000 total droplets comprise of the positive droplet population. Standard deviation is from triplicate experiments. (B) When no
bacteria are input into the platform, no positive peaks are detected and only the negative population of background/empty droplets is present.
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platform is able to assess the antibacterial effect of gentamicin with a
much higher throughput and shorter incubation time than any other
phenotypic AST methods found in literature.

Exposing a multi-drug resistant strain of E. coli (ATCC BAA 2471) to
gentamicin revealed negligible difference in positive droplet population
when compared to the no-antibiotic control. Growth of the multi-drug
resistant strain of E. coli in the presence of gentamicin was first
confirmed by visual inspection of sample turbidity in benchtop broth
dilution (Fig. S5). Next, as with the reference E. coli, the multi-drug
resistant strain of E. coli was evaluated without and with gentamicin in
the dropFAST platform. Thirty thousand droplets were analyzed for each
case, and histograms of the normalized positive droplet fluorescence
were plotted. Here, no apparent difference in frequency is noticed for the
positive droplets in the presence of gentamicin (Fig. 3(B)). Indeed, the
normalized positive droplet population for the no-antibiotic control case
(1.00 ± 0.06) is not significantly different from the gentamicin-exposed
positive droplet population (1.06 ± 0.07) (Fig. 3(B), inset). Thus, the
platform accurately distinguishes the effect of gentamicin on two
different strains of E. coli after only 1 h growth.

4. Conclusions

In this work, we demonstrate a novel droplet microfluidic platform
for rapid bacterial growth detection and assessment of antibiotic
susceptibility. By leveraging the drastically reduced background en-
abled by picoliter volume droplets, as well as the rapidity and high
sensitivity of the resazurin based fluorescent growth assay, we accel-
erate the incubation time of bacterial growth for reliable detection to
approximately 1 h, equivalent to only 2–3 replications of E. coli. Our
results represent the fastest phenotype-based approach to assess drug
resistant pathogens at a speed that is only confined by the fundamental
limit of growth determination. Moreover, our dropFAST platform
seamlessly integrates single bacteria isolation during picoliter droplet
generation, bacterial incubation and growth in droplets, and droplet
detection into a single-step workflow and standalone device. As a
demonstration, we detected the antibacterial effect of gentamicin on E.
coli at the single-cell resolution. Taken as a whole, dropFAST outpaces
previous implementations of droplet microfluidic technology for the
purpose of antimicrobial sensitivity assessment in speed, throughput,
and integration.

While the dropFAST technology represents a substantial improve-
ment upon the state of the art, several new considerations arise as a
result of the enhanced ability to detect bacterial metabolism. For
instance, for a small subpopulation of bacterial cells in the presence of
gentamicin, metabolism prior to cell death may generate an apparently
positive fluorescent signal that cannot be distinguished from drug-
resistant cells under the current workflow. To address this challenge,
we may first further optimize assay parameters (e.g., resazurin
concentration and droplet volume) to suppress metabolic signal
generation from dying bacteria, and in essence, threshold a subpopula-
tion with low metabolic activity as negatives. Alternatively, placing
additional detection zones throughout the length of the incubation
channel may enable the detection of metabolic activity at various time
points to help differentiate between resistant and slow-dying popula-
tions. The linear architecture of the dropFAST platform is readily
amenable to such expansion. As dropFAST is designed to be a universal
platform capable of testing any species of bacteria against any type of
antibiotic, additional validations using different strains of bacteria
against several different antibiotics are also warranted. Considering
practical needs in clinical microbiology, several additions to the current
dropFAST device may be necessary, including the ability to test
multiple combinations of bacteria and antibiotics in the same device
while maintaining droplet stability and uniformity (Kaminski et al.,
2012), as well as the ability to automate a sample-to-answer workflow
by integrating a sample loading system (Rane et al., 2012a, 2012b; Zec
et al., 2012). With a potential to improve functionality and scale, we
envision the dropFAST platform becoming a useful clinical tool for
accelerating phenotypic assessment of antimicrobial susceptibility.
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